
      INSTRUCTIONS TO USER 
Check motor voltage and frequency shown 
on identity label and ensure correct supply. 

Motor leads to be terminated in accordance 
with relevant electrical safety standards by 
suitably qualified personnel. 

Motor should be earthed. 

Pump tubing will not last forever. Establish 
suitable tube replacement schedule to avoid 
inconvenient tube failure. 

LIMIT OF USE – These pumps should not 
 be used in conjunction with life support 
 equipment. 

This pump should not be in anyway connected 
to the human body. 

   GUARANTEE 
This product is gauranteed to be free from 
 defects in material and workmanship for a 
 period of 12 months from date of purchase. 

Products out of guarantee period will be 
repaired for a nominal charge. 

For your protection items returned must 
 be carefully packed to prevent damage  
in transit and insured against possible loss. 
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